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An evaluation of the Bruker SMART X2S for the collection of crystallographic
diffraction data, structure solution and reﬁnement is carried out with a variety of
materials with different electron densities, presenting some of the successes and
challenges of automation in chemical crystallography.
1. Introduction
Chemical crystallography is a mature science in which structural
analysis of well formed single crystals is routine for many samples
(Ooi, 2010), with the largest amount of time spent on problematic
cases, such as twinning, disorder etc. (Herbst-Irmer & Sheldrick, 1998;
Mu ¨ller, 2007, 2009). Automation is developing for both chemical and
biological crystallography (Adams et al., 2010; Dolomanov et al., 2009;
Fuller et al., 2010). Automation can increase awareness of a tech-
nique, but can also lead to reduced understanding and knowledge of
the scientiﬁc theory involved and reduced appreciation of its difﬁ-
culties or limitations. A criticism is that it leads to a ‘black box’
philosophy, characterized by noncritical appraisal of, and over-reli-
ance on, the results obtained.
The Bruker SMART X2S is a benchtop crystallography instrument
designed to enable more widespread use of crystallography in the
wider chemical community, in the same way that NMR and mass
spectrometry have become commonplace. The design has centred not
only on automatic data collection, structure solution and reﬁnement,
but also on some critical analysis of the structural results obtained.
The main features are theair-cooled Breeze CCDdetector andan Mo
microfocus source. The use of CCD detectors for X-ray diffraction is
a mature technology (Gruner et al., 2002), with an air-cooled detector
available since 2006. [See supplementary information
1 for further
details of the instrument; see also Kirschbaum et al. (1997) and Schulz
et al. (2009).] Herein, we discuss our experiences with the Bruker
SMART X2S, presenting data for a representative range of chemical
samples, highlighting its successes and challenges.
2. Sample preparation – alignment
Correct sample alignment remains critical for good quality diffraction
data (Mu ¨ller, 2009) and is a major consideration for any automated
process. The effect of sample misalignment on the overall data quality
and success of the instrument has been investigated with a crystal
(0.24   0.28   0.29 mm) of dibenzyl sulfone, (1), for which a crystal
structure had been previously reported by Rudolph et al. (2010).
Three experiments were run with the crystal intentionally placed in
the following positions: (i) correctly in the middle of the mount, (ii)
incorrectly below the centre of the mount and (iii) incorrectly to the
side of the centre of the mount. Table 1 in the supplementary infor-
mation summarizes the data.
The ﬁrst two experiments have similar data, both of which are
perfectly acceptable for publication: a slight increase in R1, wR2 and
goodness of ﬁt (GooF) for the second experiment suggests the overall
data quality is slightly worse, and the experiment took longer. For the
third experiment, the crystal is sufﬁciently far from the centre of the
mount that it is precessing in and out of the beam. Thus, the
symmetry-equivalent reﬂections do not match, the Laue check fails
and the larger centred unit cell is not identiﬁed. The checkCIFoutput
highlights the missed symmetry, as well as the high Rint and ﬁnal R
values, and should alert the nonspecialist to the fact that there is a
problem.
In summary, the large beam size means that alignment is not as
critically important as on other instruments, particularly in the
horizontal direction, although for short data collection times and
good quality data, it is still important.
3. Sample preparation – sample size
Crystal size is of paramount importance for successful experiments
(Mu ¨ller, 2009). Different sized crystals of N-cyano-S-benzyl-S-(2-
ﬂuorophenyl)sulﬁlimine, (2), synthesized (Barry et al., 2009) and
obtained from the same batch, were used to investigate the effects of
crystal size on the capabilities of the SMART X2S. The effective
minimum crystal size limit was of particular interest. Table 2 in the
supplementary information summarizes the results, which show that
the minimum practical crystal dimensions for a moderate scatterer, in
this case S, are 0.20 mm in two directions and 0.1 mm in the third. For
smaller dimensions, the system aborted data collection owing to
insufﬁcient diffraction from this compound.
Of course, one cannot completely generalize from these results to
all samples since the diffracting power of each compound depends
upon a number of different factors, e.g. the scattering power of the
atoms, the degree of disorder, the crystal mosaicity etc.
4. Correct structure assignment
The reliability of the software for a range of compounds to which we
have ready access was tested, viz. transition metal complexes, organic
compounds, cocrystals and hydrates. Compounds (3), (4) and (11) are
1 Supplementary material for this paper is available from the IUCr electronic
archives (Reference: KK5074). Services for accessing this material are
described at the back of the journal.novel (see the supplementary information for their synthesis).
Literature methods were used for the synthesis of (5) (Feng et al.,
2009), (6) (Singh et al., 2002), (7) (Barbosa et al., 2009), (8) (Takada et
al., 1997) and (9) (Brondel et al., 2010). Compound (10) was obtained
from Sigma–Aldrich. The crystal structures of (9) and (10) (Himes et
al., 1981) are known. For all compounds the correct structure was
obtained, with satisfactory results in terms of R factor, GooF, C—C
bond precision etc. (see supplementary information, Scheme 1 and
Table 3). The polarity of compound (9), as evidenced by the Flack
(1983) parameter, was also correctly assigned. Thus, for these
compounds, the hardware and software work well to produce crys-
tallographic and structural data of publishable quality, suitable for
deposition in the Cambridge Structural Database (Allen, 2002).
5. Incorrect structure assignment – one-electron differences
Scheme 2 and Table 4 in the supplementary information show that for
compounds (12)–(14) an incorrect structure was obtained. The data
quality seems ﬁne, with no evidence of twinning or disorder, so what
types of issues have occurred? The errors involve differentiation
between atoms that differ by one electron, e.g. N and O atoms are
reversed in (12) (Wardell et al., 2005), and C and N in (13) (Kiran et
al., 2008; Kelly et al., 2010). For (14) (synthesis previously described;
Barry et al., 2009), an extra H atom has been placed on the N atom
attached to the S atom, which is part of the unusual functional group
S N—C N. This group was also found in (2), for which there were
no problems. Interestingly, the crystal is a racemic twin, although
whether this has caused the incorrect assignment is unclear. The
software did detect that there was a problem, which it attributed to
twinning, and ﬁnished at this point.
Scientists have always scrutinized crystallographic results to verify
that the structure makes chemical sense. This is still important, no
matter what combination of hardware and software is producing the
crystallographic result. As with all crystallographic experiments,
evidence from other techniques is always required.
6. Crystals with multiple moieties
Compounds (2)–(14) are anhydrous samples, without any solvent
present. The effectiveness of the system for crystals containing more
than one compound was investigated: a hydrate, a solvate and a
cocrystal, (15)–(17) (see the supplementary information for their
synthesis; see also Scheme 3 and Table 5).
The structures of both (15) and (17) were assigned correctly. For
(16), a C and an N atom were misassigned, as discussed in x5. The H
atoms of the water molecule were not assigned, probably because of
the low scattering ability of hydrogen and the fact that the experi-
ment was not performed at low temperature. Interestingly, this is a
new polymorph of (16), which has been prepared by a different
method to the known polymorph (Alle ´aume et al., 1976) and has been
conﬁrmed by powder X-ray diffraction analysis of bulk samples of
both polymorphs, as well as a comparative data collection on a
Bruker APEX DUO (see x8).
7. Inputting the incorrect formula
The effect of inputting the incorrect molecular formula was investi-
gated, since it is necessary to input a formula at the start of the
experiment, and in some cases the identity of the crystal may not be
known. For example, (5), C13H10OS, was incorrectly input as the
sulfoxide, C13H10O2S, and (10), C15H12N2O, was input as
C27H22N2O2S. The hydrate (16) and solvate (15) were input as the
pure material. The software is robust and coped with an incorrect
molecular formula in the majority of cases, with 80% of samples
obtaining the correct structure.
There is one issue that causes inconvenience. The system does not
update the CIF and report ﬁles with the molecular formula based on
the structure obtained, but instead uses the formula input by the user.
This requires manual reﬁnement for cases where the submitted
formula is different from the structure obtained.
8. Comparison with a Bruker APEX DUO
A comparative study with a Bruker APEX DUO was undertaken at
room temperature using a sealed-tube Mo K source for (2), (8),
(11), (12), (16) and (18), which include samples of both good and
poor crystal quality. The synthesis of (18), 4-methyl-N-phenylben-
zenesulfonamide, has been described by Massah et al. (2006). The
results, summarized in Tables 6 and 7 in the supplementary infor-
mation, are comparable for the two instruments. The biggest differ-
ence is the higher intensity of the incident beam of the APEX DUO,
leading to shorter experiments for poor quality crystals.
9. Concluding remarks
The SMART X2S is a benchtop instrument designed for routine
chemical crystallography and powered from a normal mains supply.
The combination of the Breeze detector and the Mo microfocus
source means that good quality data from crystals of large to
moderate size can be collected, solved and reﬁned without external
help within a few hours. For all our samples the overall success rate is
approximately >90% for correct structure assignment, rising to
>99% when off-line reﬁnement has been undertaken. (There have
been two samples from over 200 experiments for which data collec-
tion has taken place and we have been unable to solve the structure.)
The checkCIF output allows fast diagnosis of any issues in the
experiment. Inputting an incorrect formula at the start of the
experiment, for example, will immediately become obvious from the
checkCIFoutput because of differences in formula, density etc. In our
experience, those users who are familiar with the checkCIF output
after an experienced crystallographer has ﬁnalized a crystal structure
are asking more questions about the checkCIF output they obtain
from the SMART X2S. Novice users are also asking similar questions
and some of these questions are about the technique itself. This is a
major advantage of the output from the instrument, in that it does
seem to be increasing awareness of crystallography among the
synthetic chemists.
Instrumentation at an early stage of evolution will inevitably
present minor issues that are not optimal, or at least not to an end-
user’s liking; for example, re-numbering of atoms has to be done off-
line, using the APEX2 software suite (Bruker, 2007) which is supplied
with the SMART X2S. In addition, some extra cycles of reﬁnement
would be beneﬁcial since the software does terminate too early in
some cases, as evidenced by the / values.
In some experiments, Fobs for the very low angle reﬂections are
much smaller than Fcalc, with F
2/ values signiﬁcantly higher (>10)
than the rest of the data set (<5), owing to the beam stop blocking or
partially blocking the correct measurement of these reﬂections in
some orientations. This is not unusual for chemical crystallography
and omitting these from the latter cycles of reﬁnement would be
useful, although it may be better not to do this in a routine manner.
short communications
214 Kevin S. Eccles et al.   Evaluation of the Bruker SMART X2S J. Appl. Cryst. (2011). 44, 213–215In summary, the SMART X2S as an instrument has allowed
chemists with no crystallography experience to obtain crystal-
lographic data for novel compounds. The instrument has greatly
increased the use of crystallography in the department, with little
training required to operate a user-friendly and easy-to-use instru-
ment.
The CIF data (Hall & McMahon, 2006) for all experiments are
provided as supplementary information and have been deposited
with the Cambridge Crystallographic Data Centre (CCDC) for the
novel crystals (2)–(8), (11) and (14)–(18). [The following computer
programs were used in the reﬁnement: APEX2, GIS, SADABS and
SAINT (Bruker (2009), SHELXS97 and SHELXL97 (Sheldrick,
2008), and PLATON (Spek, 2009).]
This publication has emanated from research conducted with the
ﬁnancial support of Science Foundation Ireland under grant Nos. 08/
RFP/MTR1664 (KE and CD) and 07/SRC/B1158 (SS and SM), the
Higher Education Authority (grant No. PRTLI3 to NB and DON),
and the Irish Research Council for Science Engineering and Tech-
nology (DK).
References
Adams, P. D. et al. (2010). Acta Cryst. D66, 213–221.
Alle ´aume, M., Gulko, A., Herbstein, F. H., Kapon, M. & Marsh, R. E. (1976).
Acta Cryst. B32, 669–682.
Allen, F. H. (2002). Acta Cryst. B58, 380–388.
Barbosa, M. L.C., Melo, G. M. A., Cupertino da Silva,Y. K., Lopes, Tenorio de
Souza, E., Cavalcanti de Queiroz, A., Smaniotto, S., Alexandre-Moreira,
M.S.,Barreiro,E.J.&Lima,L.M.(2009).Eur.J.Med.Chem.44,3612–3620.
Barry, N., Brondel, N., Lawrence, S. E. & Maguire, A. R. (2009). Tetrahedron,
65, 10660–10670.
Brondel, N., Moynihan, E. J. A., Lehane, K. N., Eccles, K. S., Elcoate, C. J.,
Coles, S. J., Lawrence, S. E. & Maguire, A. R. (2010). CrystEngComm, 12,
2910–2927.
Bruker (2009). APEX2, GIS, SADABS and SAINT. Bruker AXS Inc.,
Madison, Wisconsin, USA.
Dolomanov, O. V., Bourhis, L. J., Gildea, R. J., Howard, J. A. K. & Puschmann,
H. (2009). J. Appl. Cryst. 42, 339–341.
Feng, Y., Wanf, H., Sun, F., Li, Y., Fu, X. & Jin, K. (2009). Tetrahedron, 65,
9737–9741.
Flack, H. D. (1983). Acta Cryst. A39, 876–881.
Fuller, A. L., Scott-Hayward, L. A. S., Li, Y., Bu ¨hl, M., Slawin, A. M. Z. &
Woollins, J. D. (2010). J. Am. Chem. Soc. 132, 5799–5802.
Gruner, S. M., Tate, M. W. & Eikenberry, E. F. (2002). Rev. Sci. Instrum. 73,
2815–2842.
Hall, S. R. & McMahon, B. (2006). Editors. International Tables for
Crystallography, Vol. G, Deﬁnition and Exchange of Crystallographic Data,
1st online ed. http://it.iucr.org/.
Herbst-Irmer, R. & Sheldrick, G. M. (1998). Acta Cryst. B54, 443–449.
Himes, V. L., Mighell, A. D. & De Camp, W. H. (1981). Acta Cryst. B37, 2242–
2245.
Kelly, D. M., Eccles, K. S., Elcoate, C. J., Lawrence, S. E. & Moynihan, H. A.
(2010). Cryst. Growth Des. 10, 4303–4309.
Kiran, Y. B., Konakahara, T. & Sakai, N. (2008). Synthesis, 15, 2327–2332.
Kirschbaum, K., Martin, A. & Pinkerton, A. A. (1997). J. Appl. Cryst. 30, 514–
516.
Massah, A. R., Kazemi, F., Azadi, D., Farzaneh, S., Aliyan, H., Naghash, H. J.
& Momeni, A. R. (2006). Lett. Org. Chem. 3, 235–241.
Mu ¨ller, P. (2007). Crystal Structure Reﬁnement. A Crystallographer’s Guide to
SHELXL, IUCr Texts on Crystallography 8. Oxford University Press.
Mu ¨ller, P. (2009). Cryst. Rev. 15, 57–83.
Ooi, L.-L. (2010). Principles of X-ray Crystallography. Oxford University
Press.
Rudolph, F. A. M., Fuller, A. L., Slawin, A. M. Z., Bu ¨hl, M., Aitken, R. A. &
Woollins, J. D. (2010). J. Chem. Cryst. 40, 253–265.
Schulz, T., Meindl, K., Leusser, D., Stern, D., Graf, J., Michaelsen, C., Ruf, M.,
Sheldrick, G. M. & Stalke, D. (2009). J. Appl. Cryst. 42, 885–891.
Sheldrick, G. M. (2008). Acta Cryst. A64, 112–122.
Singh, V., Alam, S. Q. & Praveena, G. D. (2002). Tetrahedron, 58, 9729–9736.
Spek, A. L. (2009). Acta Cryst. D65, 148–155.
Takada, H., Nishibayashi, Y., Ohe, K. & Uemura, S. (1997). Phosphorus Sulfur
Silicon, 120, 363–364.
Wardell, J. L., Low, J. N. & Glidewell, C. (2005). Acta Cryst. E61, o1944–o1946.
short communications
J. Appl. Cryst. (2011). 44, 213–215 Kevin S. Eccles et al.   Evaluation of the Bruker SMART X2S 215